MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
’}f A STATE PUBLIC HEALTH LABORATORY
i ,/ BREATH ALCOHOL PROGRAM

W%’ DATAMASTER MAINTENANCE REPORT ( RECEIVED i

Complata Ihis reporl at the time of the regular montbly preventive malntenance check {not to exceed SLB»-"’ ‘C‘arol Day at 3:21 pm, Mar 19, 2014
Complete this reporl whenever the insirument is serviced or repalred and whenever It Is placed Into service.
Retain the origlnal and send a copy wilhin 15 days to the Breath Alcohol Program, DHSS.

DATAMASTEN 88 NAME OF AGENCY DATE OF INSPECTION
202001 Troop AHQ 03/14/2014
LOCATION OF INSTRUMENT {SIREET AND CITY) TIME OF INSPECTION
2920 North Shamrock Road, Jeffarson City 1415

CHECKLIST: Place a mark in the box by each lem if found 1o be salisfactory or If eperating within sslablished limils. (Write in observed values
where delermined.) Unmarkead tams musl be corracled balore using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printouty ____ 03/14/2014 @ 14115
COMPUTER ¥ DETECTOR
¥} PROGRAM FILTERS
HEATERS SAMPLE CHAMBER ___*50°C QUARTZ STANDARD
[/} FLOW DETECTOR W] CALIBRATION
Vi PUMP HIGH SPEED ¥ PRINTER

INDICATOR LIGHTS

™ SIMULATOR SOLUTION SUPPLIER _ Guth Laboratories_ . 1OT#___ 13280 _ EXP. DATE _10/M6/20i5

M SIMULATOR TEMP (34°C 4 0.2°Cy ___+34.00°C SIMULATOR SN ____ DR8375  Exp pATe _ 02/04/2015

CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thres tesls using a standard solulion. All three tasts must be within £5% of the standard value and must have a spread of 005 or
tess. Mark the box corresponding fo the standard selution being used. {PRINTOUT ATTACHED)

/1 0.100% STANDARD - MUST READ BETWEEN 0,695% AND 0,105% INCLUSIVE
[} 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
[[] 0.040% STANDARAD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST | & 100 TEST2 w 100 TEST3 w 099

Vi PERFORM R.FI. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING AANGES SINCE THE LAST MAINTENANCE REPORT:
{00 NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{0-.04) o {.05-.09) 0 {.10-14) 0 {.15-.19} 0 OVER .19 0

LIST ANY HEW PARTE AND DESCRIBE ANY ALTERATION OR HODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORNILY AND WITHIN ESTABLIGHED LIMITS
{USE OTHER SIDE IF NECESSARY),

Removed APROTEK modem PC board from CPU PC board, Replaced RAM module. Placed deoxidation solulion on tines of sample chamber Mofex plug
attached to J9 cn sample chamber control PC board. Reptaced prnter ribbop, Calibrated instrument,

INSPECTING QFFICER 51!

PRINT FULL NAME

Dewayne D, Carver
L@hest

SIGNATURE
’
TYPF i FEAOHT N‘Q@EWEX Ll DATE\) TELEPHONE NUMBER
230101 05/28/2015 {573) 7514722
AETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Depariment of Health and Sentor Seivices, Soulhaas! Distriet Office

2875 James Blvd.
Poplar Bluff, MO 63301

10 5EG-1463 {2 GB) A EGUAL OPPOATLATYAS FIIATIE ASTION CAMLOYN LAT- NG
onites provedsd 0% a rorrtycnmany bagrs




GUTH LABORATORIES, INC.

$30 NORTH 87th BTREET © HARRIBBURG, PA 17411- 4511 # TELEPHONE: 747-584-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
Chiomatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

e,
Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducied using Cerilliant Reference Standard lot number FN122211-02 whose
values are traceable to NIST.

All balances are callbrated annually by an ouiside agency using NIST (raceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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OPERATOR SIGNATURE

Card Stock Na.

60021

-~

)

FROM N.P.AS,

P.O. BOX 1435 MANSFIELD OH 44901

2

REQADER ALL SUPPLIES

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISSOURT STHTE HIGHWSY PATROL
BAC DATAMASTER SERIAL NUMEER S02601
sl ds 14

TESTING OFFICER:
CRARVER-TIEWNAYME-D
OFFICER I.TL: 0
FERMTT MUMEER: 2amici
EXPIRATION DATE: aS-80-15
MISCELLAMEDDS TRTH:
<1BE VAFOR ACCURACY CHECE

GUTH LAES LOT 15286 EXP 10-16-2015
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